Clinical experience with the Mentor bladder stimulator. III. Patients with urinary vesical hypotonia.
The Mentor bladder stimulator has been implanted in 5 patients with vesical hypotonia. Of these patients 3 empty the bladder with low residua and sterile urine postoperatively. Pain is the primary side effect in patients with incomplete lower motor neuron lesions or vesical hypotonia of unknown etiology.